
17FEBRUARY 2017

M
A

S
S

 S
P

E
C

T
R

O
M

E
T

R
Y

FOCUS 
ON

F2
Liquid chromatography pressure trace for problem sample with missing peaks

F4
Normal liquid chromatography pressure trace

F3
Sample from previous run with normal appearance (11 peaks at correct retention time)
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