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Introduction

Laboratory developed tests (LDTs) are “diagnostic tests that are developed, validated and performed by individual laboratories…These
assays are developed for in-house use and are not commercially distributed to other laboratories.”(1) Clinical laboratories develop LDTs
to assist in patient care, particularly for patients with medical conditions for which a commercial test does not exist or when an existing
test does not meet changing clinical needs. LDTs are currently regulated by the Centers for Medicare and Medicaid (CMS) as high complexity tests—the most stringent standards—under the Clinical Laboratory Improvement Amendments of 1988 (CLIA’88).
In recent years, the Food and Drug Administration (FDA) has asserted that LDTs are medical devices subject to agency review, but that
it has deferred oversight to CMS since many of the tests are well-established and the lack of LDTs for ‘rare’ diseases. However, with the
dramatic increase in the number and complexity of LDTs, particularly in the field of genetic testing, the FDA is now considering that
some LDTs need to be cleared or approved by the agency to ensure their safe and effective use in patient care.
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new innovative technologies that offer hope and assistance
to many patients. Under the current regulatory structure,
the clinical laboratory community has been quick to
respond to changing clinical and service needs, such
as the need for more sensitive and specific therapeutic
drug monitoring tests (3) and when commercial tests
are not available, removed from the market or no longer
supported, such as fetal lung maturity status (4). Similarly,
clinical laboratories rapidly addressed world health crises,
such as HIV and SARS, by developing accurate tests for
diagnosing and confirming these conditions (5). New
regulatory barriers, unless carefully developed and targeted,
could hinder or prevent laboratories from developing
LDTs in response to immediate health care needs.

Patient Access to Care
There are many medical conditions, such as rare diseases
and health disorders, for which it is not cost-effective for an
IVD manufacturer to develop a commercial assay. Clinical
laboratories have traditionally filled this void by designing
LDTs under the oversight of CMS or approved private sector
organizations. Independent and hospital laboratories may be
forced to discontinue developing and providing these tests
if they are required to comply with costly FDA requirements.
New regulatory requirements should not be adopted
that prevent laboratories from assisting underserved and
vulnerable patient populations.

Considerations
LDTs are critical to providing adequate patient care as well
as advancing the field of laboratory medicine. They assist
clinicians each day in diagnosing and treating patients with
cancer, infectious diseases, and genetic disorders, among
many other conditions. To eliminate or significantly limit
access to these tests would negatively impact patient care
and possibly impede advances in health care. However,
AACC agrees there are legitimate reasons to review the
existing LDT regulatory model and provide additional
scientific scrutiny and regulatory oversight for certain
laboratory tests. AACC believes FDA and CMS should
jointly oversee high risk laboratory tests. Most LDTs are
sufficiently regulated through the existing CLIA certification
and laboratory accreditation processes and do not require
additional FDA oversight. Any regulatory changes, however,
must be consistent, understandable and attainable.
Definition of an LDT
Laboratory-developed tests have been defined as those
in vitro diagnostic tests that are developed and used by a
laboratory in a healthcare setting. The vast majority of LDTs
are either not commercially available or have been developed
in response to an unmet need. LDTs additionally include
any FDA-cleared or approved test whose manufacturer’s
instructions have been modified. LDTs are analytically and
clinically validated by the laboratory before being used
to generate laboratory results for diagnosing or treating
a patient. Currently, these tests are not subject to FDA
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clearance or approval, but are regulated under CLIA’88.
Regulatory Model
The FDA has suggested establishing a risk-based
classification approach for determining the level of
oversight for LDTs. AACC agrees with this approach.
We believe the categories within this scheme should
be broadly categorized as high, moderate and low. We
recommend that professional laboratory associations, such
as AACC, work in collaboration with the FDA and other
stakeholders in determining the criteria for categorizing
tests as high, moderate and low risk. Some distinguishing
criteria associated with these categories might include:
• High risk LDT: analytically and clinically validated test that
could lead to patient harm if there is a testing error, since
the result is the primary means for diagnosing or treating
the patient. High risk tests should be subject to joint FDA
and CMS oversight. The two agencies should coordinate
their efforts to eliminate duplicative oversight functions.
• Moderate risk LDT: analytically and clinically
validated test, but is unlikely to harm a patient if
the test result is inaccurate since the result is used
in conjunction with other clinical information.
• Low risk LDT: analytically and clinically validated
test, but does not result in patient harm due to a
testing error, because the result is only one of many
factors used to diagnose and treat the patient.
AACC believes that moderate and low risk LDTs should
remain under CMS utilizing the existing CLIA’88
regulations. These tests are provided by hospitals and
independent clinical laboratories that are certified or
accredited as high complexity testing facilities.
Clinical Validity
Clinical laboratories utilizing LDTs should demonstrate the
analytical and clinical validity of the test prior to its use.
Government and private sector regulatory bodies should
allow laboratories to establish clinical validity through a
variety of means, including the use of existing literature
review, providing an assessment of patient benefit, or
documenting that the test has become “standard of care” (e.g.,
existing tests already on the market that are being utilized
by other laboratories and clinical protocols exist). However,
clinical validation of the assay can be challenging given that
some rare conditions may present few true positive patient
samples and other technological limitations. Laboratories
using high risk LDTs should meet FDA requirements, whereas
laboratories employing moderate to low risk LDTs should
meet CLIA’88 high complexity requirements under CMS and
private accreditation agencies like CAP and Joint Commission.
Reporting Testing Errors
Clinical laboratories work diligently to provide quality
laboratory tests. When a laboratory identifies a testing error
it should report that mistake to the appropriate oversight
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body. Adverse events involving high risk tests should
be reported to the FDA and CMS or the appropriate
accrediting organization. Errors involving low to moderate
risk tests should be documented and reported by the
laboratory to CMS and/or relevant accrediting bodies.

They should work closely with laboratory directors
to ensure their appropriate use and interpretation.
Laboratory Directors
• Laboratory directors are highly educated and
trained individuals, who are responsible for overall
laboratory operations, including the introduction
of new tests, such as LDTs. These individuals should
continue to play a central role in thedevelopment,
use and interpretation of these tests.

The specific actions needed from the various
stakeholders to develop and use LDTs appropriately
to attain better patient care are outlined below:
Congress
• Congress should review and provide input to FDA, CMS,
and other relevant government agencies regarding
regulatory policies affecting LDTs. Lawmakers
should ensure that these tests are safe, accurate,
harmonized and provide useful information, while
ensuring that any regulatory actions balance the need
for federal oversight with patient access to LDTs.

• Laboratory directors must assure the analytical and
clinical validity of any LDTs developed in their institution.
Patients
• Patients need to be educated by the laboratory
community (e.g., Laboratory Tests Online) on the
important and valuable role that LDTs perform
in the health care system, such as assisting
clinical diagnosis and monitoring of patients.

Public and Private Sector Oversight Organizations
• Public and private sector oversight organizations should
regularly review and update regulations pertaining
to LDTs. Any regulatory changes must take into
consideration its potential impact on test innovation and
patient access to these valuable, often life-saving, tests.
• Oversight organizations must work with clinical
laboratories to ensure that adequate quality
assurance processes can be implemented
to ensure reliable test results.

• Consumers, working in conjunction with patient
advocacy organizations, need to support legislative and
regulatory efforts that support the use of new LDT tests
designed to improve patient care and outcomes.
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Clinical Laboratories
• Clinical laboratories play a vital role in developing
LDTs important to patient care. Laboratories
fill a gap not addressed by the marketplace
by developing tests for rare conditions, public
health emergencies, and the distinct needs in
laboratory medicine. This role should continue.
• Laboratories are responsible for validating the
performance of an LDT prior to implementation in
order to meet CLIA and accreditation requirements.
In addition the clinical laboratory must establish
sufficient quality assurance processes to ensure robust
test results, including proficiency testing utilizing
externally analyzed quality assurance specimens.
In Vitro Diagnostics Manufacturers
• IVD Manufacturers should continue to work with
clinical laboratories to identify areas of need and
to make test kits that are vital to patient care.
The partnership between the IVD manufactures
and clinical laboratories is critical to providing
safe, accurate and timely patient testing.
Clinicians
• The vast majority of LDTs are high quality, accurate
tests. Clinicians should be able to continue to use such
tests to diagnose, monitor and treat their patients.
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